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862.3670 Phenothiazine test system. 
862.3680 Primidone test system. 
862.3700 Propoxyphene test system. 
862.3750 Quinine test system. 
862.3830 Salicylate test system. 
862.3840 Sirolimus test system. 
862.3850 Sulfonamide test system. 
862.3870 Cannabinoid test system. 
862.3880 Theophylline test system. 
862.3900 Tobramycin test system. 
862.3910 Tricyclic antidepressant drugs test 

system. 
862.3950 Vancomycin test system. 

AUTHORITY: 21 U.S.C. 351, 360, 360c, 360e, 
360j, 371. 

SOURCE: 52 FR 16122, May 1, 1987, unless 
otherwise noted. 

Subpart A—General Provisions 
§ 862.1 Scope. 

(a) This part sets forth the classifica-
tion of clinical chemistry and clinical 
toxicology devices intended for human 
use that are in commercial distribu-
tion. 

(b) The identification of a device in a 
regulation in this part is not a precise 
description of every device that is, or 
will be, subject to the regulation. A 
manufacturer who submits a pre-
market notification submission for a 
device under part 807 cannot show 
merely that the device is accurately 
described by the section title and iden-
tification provisions of a regulation in 
this part, but shall state why the de-
vice is substantially equivalent to 
other devices, as required in § 807.87. 

(c) References in this part to regu-
latory sections of the Code of Federal 
Regulations are to chapter I of title 21 
unless otherwise noted. 

(d) Guidance documents referenced in 
this part are available on the Internet 
at http://www.fda.gov/cdrh/guid-
ance.html. 

[52 FR 16122, May 1, 1987, as amended at 67 
FR 58329, Sept. 16, 2002] 

§ 862.2 Regulation of calibrators. 
Many devices classified in this part 

are intended to be used with a cali-
brator. A calibrator has a reference 
value assigned to it which serves as the 
basis by which test results of patients 
are derived or calculated. The cali-
brator for a device may be (a) manufac-
tured and distributed separately from 
the device with which it is intended to 

be used, (b) manufactured and distrib-
uted as one of several device compo-
nents, such as in a kit of reagents, or 
(c) built-in as an integral part of the 
device. Because of the central role that 
a calibrator plays in the measurement 
process and the critical effect cali-
brators have on accuracy of test re-
sults, elsewhere in this part, all three 
of these types of calibrators (§§ 862.1150 
and 862.3200 of this part) are classified 
into class II, notwithstanding the clas-
sification of the device with which it is 
intended to be used. Thus, a device and 
its calibrator may have different clas-
sifications, even if the calibrator is 
built into the device. 

§ 862.3 Effective dates of requirement 
for premarket approval. 

A device included in this part that is 
classified into class III (premarket ap-
proval) shall not be commercially dis-
tributed after the date shown in the 
regulation classifying the device unless 
the manufacturer has an approval 
under section 515 of the act (unless an 
exemption has been granted under sec-
tion 520(g)(2) of the act). An approval 
under section 515 of the act consists of 
FDA’s issuance of an order approving 
an application for premarket approval 
(PMA) for the device or declaring com-
pleted a product development protocol 
(PDP) for the device. 

(a) Before FDA requires that a device 
commercially distributed before the 
enactment date of the amendments, or 
a device that has been found substan-
tially equivalent to such a device, has 
an approval under section 515 of the act 
FDA must promulgate a regulation 
under section 515(b) of the act requir-
ing such approval, except as provided 
in paragraph (b) of this section. Such a 
regulation under section 515(b) of the 
act shall not be effective during the 
grace period ending on the 90th day 
after its promulgation or on the last 
day of the 30th full calendar month 
after the regulation that classifies the 
device into class III is effective, which-
ever is later. See section 501(f)(2)(B) of 
the act. Accordingly, unless an effec-
tive date of the requirement for pre-
market approval is shown in the regu-
lation for a device classified into class 
III in this part, the device may be com-
mercially distributed without FDA’s 
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